
Different implant sizes.

There are three sizes for the KTE.



Cadaver testing has shown that three sizes (Small, Medium, Large) should be all
that is required and, yet, more can be added if market demands for an extra large
or extra small implant were to present themselves. The large is 10% larger than
the medium and the small is 10% smaller than the medium. The intramedullary
screws will be interchangeable.  They will mate with the humeral and ulnar body
component and yet be of varying diameter to ensure that they gain purchase in
variable diameter humeral or ulnar intramedullary canals.


